CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

I hereby certify that these documents are a true and correct copy of the /{{j"'-\
periodic maintenance* for the Intoxilyzer 5000 Serial Number

jﬂ‘q" - 001335 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404 A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: J.a/acfgq Call D.077 AG a2 io7sr AC

Date:__//20/p5 Call_(.073 __ AC Cal2_0.073 AC
Date: A4 Cal 1 AC. iGald AC
Between the dates of KB‘I/{'}D /.’_.15/ and ‘;/30/05'_'

the instrument was working properly and accurately.

The instrument was out of service for repair from N /H

to

ﬁﬁmﬁ/ Pl

dﬁ:unif&r L. Coombs

ADPS QAS Permit # QAS 29886

SUBSCRIBED AND SWORN to before me this A . day of
February L2005
2
W g CERICIAL SEAL

A - KAT HY A. KINNEY
SIS R NOTARY PUBLIC-ARIZONA
248 PIMA COUNTY
Mv Comm. Exp. Sept. 4, 2008

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document s a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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the information contained in compuler storage
devices of the Tucson Police Department

TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD
AN

| Date:__ s/1 )05

[ ntoxilyzer Seral Number: (P OOl 5 [ﬁ;
QAS: Ofeer Jeory Charm ARE3ZE 76 ) )
CAS perrmit # X788 7 N7

[}

Problem Descripuion:

Year &%Hﬁ 40es not _gufomatically ypdafe .

| A : X J :
If the instrument is taken our of service, complete the following:

| Darte out of service  aA/4
‘ Calibration Check completed prior to removal from service:

O Yes Date: 0 No

| SQAP completed prior to removal from service:

! 0 Yes Dare: O No

Date returned to service: A/A4

| Corrective Action Taken or Repairs:

f?g}fﬂ side panel and roftaft yrar afx}::r’(un,;&l?‘n 5

— e ————
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Pursuant Lo sectiont 28.1327, Areona Revised

Statutes, this document is a certified duplicate of \‘?:91&_-_-
the informalion contained in computer slorage
devices of the Tucson Police Department
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THIS5 REEORT PREFZHED PURSUANT TO DUTY IMPOSED: BY
AR BS-14-404 (&)

ARTZONA DEPARTHENT OF HEALTH SERVICES

STANDARD JUALITY ASSURANCE EROLEDJFEE #ﬁh
INTOXILYZER MODEL 50

AGENCY _ Tucson Police QA SPECIALIST _ gﬂﬂ}_-gf cﬂﬂfHé)ﬁ /(20

[Print Name)

INTOXILYZER SERIAL tY-o0izz5 (ﬂ"?) Lo TION, TTIER EFIC

DATE : b[! lﬂﬂf gg & 7poS  TIME 20
R I

y reads “ﬁZE;Y TO START" or “PUSH BUTTON TO START

—] "O

is=
TEST
DIAGNOSTIC: TESTS 5
VM Test check. Setting should be between .200 and
.500. Mode sslection switch S2 on, 51 and 53 oif or
keyboard menu selection "HY. Reading is ,ﬁZf 3
Pispldy Test check. Mode selection switch 51 gn and 52
and 53 cff or kevboard menu selecktian “W'.

v Printer Test check. Mode seslection switeh 51, 52, 53

l\

off or keyvboard menu selection “P7.

Clock time check. Mode selection suwitch S10 on or
kevboard menu selection “E".

Date check. Mode selectiop switch 311 on or keyboard
menu seleactiocn “E".

QPERATIONAL TESTS
!é Alcohol f£ree subjsect Test result 0. 060 AC
Error recognitien logic system functioning
Invalid test printed
fo Broper sample recognition system

Invalid sample printed
Deficient sample printeds”
MR Completeness of sample purge with collection tuhe**

;; Calibration standard 0. O50 AT
Results: B DZE & 0.073AC_

Instrument operating properly and accurately. YES M/fﬂﬂ

COMMENT 5

/l 4 a4
SIGNATURE M /'7” /JGGYL&S

0. /A& alcoho ccnﬂthratiDn standard collected for subseguent
analysis.**

*WITH OR WITEOQUT VAPOR RECIRCULATION AND WITH OR WITHOUT REIBOARD
**PHTS STEP IS ONLY REQUIRED IF THIS DEVICE IS5 BEING USED FOR
SAMPLE CRPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statres, this document is & certifisd duplicete of the information contained in compuier

storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizone Revised Statutes, this document is a certified duplicate of the information contained in computer

starage devices of the Tucson Police Deparument.
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Pursuant te section 28-1327, Arizona Revised Statutes, this document is a certified duplicare of the information contained in computer

storage devices of the Tucson Police Department.
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ADDI“GMINFDHV-?TIM AR P HEMARYS
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|
I
!. T TE8E by CMIINC,

Pursuant to section 28-1327, Arizona Revised Statutes, this documen: is a certified dupliczte of the information contained in computer

starage devices of the Tucson Police Department.




THIS REPORT FREPARED PURSUANT TO DUTY IMPOSED BY

ARIZONA DEPARTMENT OF HEALTH SERVICE

STANDARD QUALTTY ASSUBRANCE BROCEDURES
INTOXTILYZER MODEL 5000+

STANDARD CALIBRATION CHECK BROCEDURE '\

Agency Tucson Police Department Date ﬁ/Zﬂ/ESJ Time [Z20
Intoxilyzer Serial # Mﬂ 00825 f'd:'?') Location TRAFE7C
QA Specialist Jennter  Coombs 46 6o

(Print Name)

{ v/] 1. Pour a standard alcohol selution of kdown value into a
clean dry simulator jar and assemblé the simulator.
Insure that a tight seal has besen madse.

Standard wvalue: 0. OSD AC

Turn on the simulater and allow the temparcature to

reach 34°C+.2°%C.

3. Set Intoxilyzer mode selsction in the ACA mode by
switching mode selection switch $9 on or selecting “ev
on keyvboard menn.

4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

2. Intexilyzer 5000 display reads “READY TO START” or
“PHSH BUTTON™:

8 Push Start Test button or press enter on keyboard.

7. Imsert card in response to display.

8. Air blank completed.

g Calibration check completed.

Test results 0. 0734¢C & 0.073 AC

10. Air blank completed.

11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

12. Return mode selection switch #9 to off position after
2ll calibration checks are complete or tyvpe Q and enter

on kegyboarg.
SIGNATURE M r% Mﬁ

*WITH OR WIT]EI'.CIEJé[l ‘Vh?éll RECIRCULATION AND WITH QR WITHOUT EEYBOARD

S

= ANIRAN S
N AR XX

DHS/DSLS/Form Clle (Rew: 7-923)

Pursuzant 1o section 28-1327, Arizona Revised Statutes, this document is 3 certifed duplicate af the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Stanutes, this document is a certified duplicate of the information contained in computer

storags devices of the Tucson Police Deprriment.




